Introduction {#Sec1}
============

Building an electronic travel aid (ETA) for the visually impaired, whether dedicated to micro- or macro-navigation tasks, has proven itself to be a difficult interdisciplinary challenge. Research efforts to build an out-of-laboratory ETA device date back to 1889, when the first attempts were undertaken by a Polish scientist named Kazimierz Noiszewski. Noiszewski built the "Electroftalm", a device that converted visual signals to auditory stimulation and utilized the photoelectric properties of Selenium cells \[[@CR1]\]. However, the device was heavy and inconvenient to use, so did not find any practical applications. Today, there are small form factor devices available that enable reconstruction of the 3D structure of the environment, such as structural light and stereovision. Such techniques have been applied in practice, e.g. in prototype electronic travel aids (ETAs) assisting the blind in mobility \[[@CR2]\]. However, analysis of the operation of ETA solutions, and the fact that they have not been accepted or widely used by blind people, points to the need to develop more efficient, user-centered methods of presenting information about the three-dimensional environment to the blind.

Major barriers faced by blind people are spatial orientation and independent mobility. This is because the visually impaired cannot built accurate and dynamic internal cognitive models of the environment using their non-visual senses. The primary navigational aid for the blind is a white cane, which increases the range of haptic perception of the environment but only to a range of about 1.5 m. The authors of a very recent study \[[@CR3]\] conducted a state of the art survey of wearable assistive devices for the blind and visually impaired. They investigated more than 70 different solutions, of which 29 used scene depth reconstructed from time of flight (ToF) cameras or stereovision. Based on this review, it can be concluded that the existing solutions do not enable the visually impaired to use interactive techniques to explore the environment.

In this work, we describe novel non-visual techniques which engage the senses of touch and hearing to give the visually impaired an impression of their environment. The novelty of the proposed solution is the interactive mode of audio-haptic presentation, whereby the user can flexibly control the amount of incoming information. The blind user can acquire a capacity for selective attention, similar to that for the sense of vision. This work is a continuation of our earlier studies, reported in \[[@CR4]\], where we proposed a scheme for sonification of U-depth maps (i.e. histograms of the consecutive columns of the depth map) of the environment. The sound was generated as a sum of sinusoidal sounds, each one dedicated to the predefined depth range. The user interactively selected the depth map region for sonification by using touch gestures on the mobile device screen.

Related Work {#Sec2}
============

Recently, there have been many scientific efforts aimed at building assistive devices for the visually impaired. Comprehensive reviews of research into technological aids for the visually impaired are given in \[[@CR3], [@CR5]\]. Electronic travel aids are devices or systems that aid mobility and navigation for the visually impaired \[[@CR6]\]. These personal systems convert data about the environment into auditory or haptic stimulation \[[@CR7]\]. Such use of healthy sensory modality to substitute a lost sense is termed sensory substitution \[[@CR8]\]. Some approaches attempt to use sound to encode spatial data about the environment \[[@CR9]\]. Others use haptic or tactile displays to present the geometric layout of the environment \[[@CR10]\]. Text-to-speech (TTS) technologies have also been developed, which enable the visually impaired to access the written word. Notable examples are the optophone and Kurtzweil's "reading machine" \[[@CR11]\]. Simpler technologies convert visual images into haptic or auditory modalities. Audio description is a method of explaining graphics or images in the form of verbal narration, commenting on the visual information. However, this requires human participation in interpreting the imaged scene content. Other solutions are based on automatic conversion of visual data into auditory signals \[[@CR6]\] or haptic stimulation \[[@CR12]\].

Unfortunately, few of the technical solutions to aid the visually impaired present non-visual information about the environment in an interactive way \[[@CR13]\]. By interactivity, we mean functionality that would enable the blind user to take over control of the incoming stream of non-visual information presented by the device or computer application about the environment. Only a few interactive assistive approaches for the visually impaired are reported in literature. For example, in \[[@CR14]\] line elements of images were sonified, while in \[[@CR15]\] Nintendo's Wiimote controller was utilized to provide the user with combined sonic and haptic feedback. The image was pre-segmented and the detected regions were assigned descriptors that were further mapped to sounds. However, the mapping method was not explained. A multilevel sonification approach has been proposed in \[[@CR16]\], whereby low-level image features such as edges, colors, and textures are sonified in parallel, and machine learning algorithms are applied to recognize and verbally describe objects to the user. Finally, a system was reported in \[[@CR17]\], which integrates a geographic information system of a building with computer vision for navigating a blind individual. Its advantage is that only one camera, e.g. smartphone camera can be used without any need for any additional hardware.

Materials and Methods {#Sec3}
=====================

System Hardware Platform {#Sec4}
------------------------

Our ETA device consists of a depth camera connected to a smartphone with Android OS, a pair of headphones and a remote controller. Using the remote controller, the blind user can set non-visual presentation parameters and the operating mode of the device. Figure [1](#Fig1){ref-type="fig"} shows the system mounted on a mannequin head.Fig. 1.Components of the ETA system, consisting of a depth camera, an Android OS smartphone, a pair of headphones and a remote controller.

The depth camera is a Structure Sensor (SS). It is a lightweight device (65 g) that uses an infrared structured light pattern projector and a low-range infrared CMOS camera to reconstruct 3D scene geometry, with a range of depth reconstruction of 0.4--5 m. The SS generates depth images with a rate of 30 fps with 640 × 480 pixel spatial resolution (or 60 fps and 320 × 240 pixels), both with depth relative accuracy of less 1%. We selected the 60 fps mode. The horizontal field of view (FoV) of the SS is 58° and the vertical FoV is 45°. The SS device is mounted on the head using rubber bands (see Fig. [1](#Fig1){ref-type="fig"}). A special rig is used to set various camera tilt angles. The chosen camera does not work outdoor in a direct sunlight, but it can be replaced in the future with a new class of depth sensors equipped with stereo infrared cameras and laser projectors. Although, wearing a headset in not very comfortable, it allows to scan the scene by moving user's head. The Android OS smartphone is a Samsung Note 3 equipped with a Qualcomm Snapdragon 800 processor. The image processing software is written in Java and uses OpenNI2 drivers. The remote controller is a small form factor device to be held in the user's hand, with a set of convex keys that "click" when pressed. The controller communicates with the smartphone via a Bluetooth link.

Image Processing {#Sec5}
----------------

Our approach to designing an ETA is that the blind person should construct a higher level understanding of the environment from low-level features such as edges, fragments of planes or open space devoid of obstacles. This approach is strongly supported by earlier studies on visual rehabilitation and by in-depth understanding of the neural mechanisms behind nonvisual multisensory presentation of space \[[@CR8], [@CR18]\].

Reliable estimation of the position of the ground plane in a scene is a very important element of any navigation system for the blind. The ground plane should not be identified as an obstacle and should not be presented to the user. However, the accuracy of its detection determines other important system capabilities, such as identification of small but important obstacles or defects in the ground. Many automatic methods of detecting ground planes have been proposed \[[@CR19], [@CR20]\], especially for vehicle-related applications. These solutions, however, fail in the case of scenes with complicated structures, such as where the ground plane is visible only in a small part of the image, or in imaging systems where 6DoF (Degrees of Freedom) camera motion is enabled.

In the research described in this work, we applied the method of determining the ground plane described in our previous study \[[@CR4]\]. This method is based on the assumptions that the system is placed on the user's forehead and the distance from the camera to the ground is within the presumed range. Knowing the orientation and location of the ground plane versus the camera optical axis, it is possible to determine the area of the plane in the image even if it is visible in only a small region of the image. In the present study, we limit the search area of the ground plane to the bottom part of the depth image \[[@CR4]\]. Our earlier experiments showed that the tilt (pitch angle) of the camera towards the ground plane should be slightly less than half of the vertical field of view of the camera, which is 22°. This makes it possible to observe both the ground plane and the objects located slightly above the user's head. With these assumptions, the distance to the obstacle should be defined in a new coordinate system, which is related to the ground plane camera $\documentclass[12pt]{minimal}
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Using Eq. [2](#Equ2){ref-type=""}, one can find the coordinates of each point in the scene defined in the $\documentclass[12pt]{minimal}
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                \begin{document}$$ O^{\prime } $$\end{document}$ coordinate system associated with the ground plane. Given these coordinates, an obstacle map (termed "occupancy grid") can be built. Figure [3](#Fig3){ref-type="fig"} shows an example of an indoor scene, the result of detection and removal of the ground plane, and the occupancy grid of the scene geometric content for an area of 6 m × 5 m in front of the user. Fig. 3.Depth map captured by the camera shown in pseudo-colors (a), the corresponding indoor 3D scene image (b), the depth map with ground plane removed (c), and the occupancy grid (top view) generated for the depth map (d) (the green region represents the detected ground plane, brown regions represent detected obstacles, and the black dot denotes the position of the user in the scene). (Color figure online)

Presentation Methods {#Sec6}
--------------------

Two obstacle presentation methods are proposed: one based on parking sensors, the other on horizontal space scanning in the entire angular range of the SS depth camera (see Fig. [4](#Fig4){ref-type="fig"}). In the first method, which is the default mode, obstacles are detected in front of the system user in two adjacent cuboids, each measuring the selected depth range, the user's height (estimated automatically by the system), and half the width of the user's shoulders (Fig. [4](#Fig4){ref-type="fig"}a). The user is informed by audio signals resembling a car parking sensor the nearest obstacle(s) in each cuboid. Sounds with a constant frequency of 457 Hz are generated for 30 ms. The interval between successive sounds *dT* in (milliseconds) depends on the distance to an obstacle according to the heuristic formula:Fig. 4.Comparison of the proposed sound modes for presenting obstacles: a) in the *default mode* obstacles are detected in front of the user only, b) the *scanning mode* presents the obstacle by horizontal scanning of the of the field of view. The black and white small triangles indicate depth values communicated to the user. Black triangles indicate sectors in which scene objects are within system depth range, whereas white triangles denote sectors in which scene objects are further than 3 m away from the camera. $$\documentclass[12pt]{minimal}
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                \begin{document}$$ dT = 0.2d + \frac{{d^{2} }}{40000} $$\end{document}$$where *d* is given in millimeters. The sound volume depends on the distance: the closer the obstacle, the louder the sound. In the absence of obstacles a low, quiet and cyclic sound with a frequency of 300 Hz is generated, confirming that the system is operating correctly.

If the user is not moving (such inactivity is detected by analyzing signals form the accelerometers integrated into the mobile device carried by the user) then the "verbal mode" of the system is automatically activated. In this mode, the system informs the user about the nearest distance (in meters) to any obstacle by short verbal commands, e.g. "zero three" means 0.3 m, "one two" means 1.2 m. There is a distinction between distances from the obstacles in each cuboid: if the difference between the distances is less than 10 cm then the smallest distance value is read centrally in the headphones. If the difference is larger than 10 cm, then two values are read sequentially, for the left and right cuboid separately. The voice commands are panned slightly left or right for the corresponding cuboid. To avoid a cluttered sequence of verbal cues, the next distance is communicated to the user after not less than 2 s.

The second mode of system operation, *scanning mode*, is activated on demand by pressing the appropriate button on the remote control. In this presentation mode, the entire space in the depth camera field of view is divided into 9 vertical sectors, each with an angular range of approx. 6.5°. The scanning mode features two options (selected by the user): *scanning sonification mode* and the *scanning verbal mode*. In *scanning sonification mode*, the nearest obstacle in each sector is found and a sound with a frequency dependent on the distance is generated. A sound of 2000 Hz is generated for the nearest obstacles (0.4 m), then the further away the obstacle the lower the sound frequency, with the lowest frequency of 370 Hz corresponding to a depth of 3 m. Nine different sound frequencies are applied, covering in equal steps a depth range of 0.4 ÷ 3 m. These frequencies assume the following values given in Hz: 2000, 1619, 1312, 1062, 860, 697, 564, 457, and 370. These were computed by applying a logarithmic scale for mapping depth to frequencies. The duration of the sound is 100 ms, followed by 150 ms of silence. The sounds are generated in the headphones with panning between the left and right channels corresponding to the direction of the obstacle. To avoid ambiguity in direction detection, for sectors where there are no obstacles a muted sound with a frequency of 300 Hz is generated, indicating no obstacles. The entire scanning cycle lasts 2.4 s. In *scanning verbal mode*, the user can select verbal messages for reading the distance to any obstacles in consecutive sectors. As with the sounds, the spoken messages are presented using volume panning between the left and right headphones. If no obstacle is detected in a given sector, the message "empty" is spoken.

Mobility Tests of the System and Discussion {#Sec7}
===========================================

Mobility tests of a prototype version of the system were conducted with two blind people who were also asked for their opinions and ideas for improvements. The tests were approved by the Bioethics Commission at the Medical University of Lodz, Poland. Prior to the mobility trails, the users were acquainted with the system features, given time to test the system, and asked to share their impression of its usability. Table [1](#Tab1){ref-type="table"} summarizes user comments and steps taken to improve system functionality.Table 1.Main user comments addressing system usability features and modifications of the system in response to user commentsNo.User commentSystem modification1Increased speed of response to changes in obstacle locationIn the *default mode* the system response to changing position of obstacle(s) was increased to a rate close to 60 fps2Frequencies used in the *scanning sonification mode* are too high and considered annoyingFrequencies reduced to the range of 370 Hz ÷ 2000 Hz3100% left/right panning of the sound in the *default mode* is misleading because the perceived obstacle(s) were well off the collision trackSound panning was shifted to a more central location to position the sounds within the virtual cuboids in front of the users (see Fig. [4](#Fig4){ref-type="fig"}a)4No user interaction for the presentation mode. Interaction control of system functions and parameters was strongly advised by the usersInteractive presentation modes added on demand, i.e. *scanning sonification mode* and *scanning verbal mode.* This involved adding a remote control5The system depth detection range of 5 m is too large. Distant obstacles are detected which are irrelevant to the current mobility task of the blind userThe default obstacle detection range was reduced to 3 m (approx. twice the range of a white cane)

The mobility tests of the system were carried out with participation of two visually impaired individuals, a woman aged 34 (Tester 1) and a man aged 37 (Tester 2). Tester 1 belongs to visual impairment category 4 as defined by the World Health Organization \[[@CR22]\], whereas Tester 2 belongs to category 3. Tester 1 is aided by a guide dog and Tester 2 uses a white cane as a primary mobility aid. During the trials, the testers did not use their primary travel aids.

Two indoor mobility testing scenarios were carried out:a walk down a corridor with cardboard boxes positioned at random locations to evaluate the ability of the system to detect obstacles and aid the user to maintain the direction of travel along the corridor,a walk down an empty corridor and finding a door opening, to evaluate the ability of the system to locate and present off-path empty spaces.

Figure [5](#Fig5){ref-type="fig"} shows photographs taken during mobility testing scenarios 1) and 2), which were carried out indoors on the university campus. The testers were informed that they could freely use the different operating modes of the system, should the need arise. We implemented system capability to record time-stamped logs, noting which system operating modes were activated during the testing trials. A video recorded during one of the trials containing on-line segmentation results of the scene and the generated sound messages is available at: <https://youtu.be/dAYiw-OhjEw>.Fig. 5.The two proposed testing scenarios: a walk down a corridor with cardboard boxes simulating obstacles (a), finding a door opening on an empty corridor (b).

Trial 1: A Walk Down a Corridor with Cardboard Box Obstacles {#Sec8}
------------------------------------------------------------

The task of the user in this trial was to walk along a corridor approx. 3 m wide and avoid two obstacles randomly positioned on the walking path before stopping in front of a wall (see Fig. [5](#Fig5){ref-type="fig"}). The length of the path was approx. 12 m. The users kept the smartphone securely in their pocket and held the remote controller that served to activate the different operating modes of the system in their hand.

The data recorded by the smartphone application during this test is illustrated in Fig. [6](#Fig6){ref-type="fig"}. The upper panel shows the result for Tester 1 and the bottom panel the results for Tester 2. Note that Tester 1 needed T = 87 s to walk the path, whereas Tester 2 walked the same path in less than T = 70 s. Tester 1 frequently stopped to listen to voiced messages giving information on the distance to the obstacles (indicated by arrows on a timeline). Tester 1 preferred this presentation mode to the "parking sensor" mode, which is the default. Also note that Tester 1 did not switch on any of the scanning modes. Tester 2, on the other hand, used the scanning verbal mode twice and the scanning sonification mode 7 times.Fig. 6.Timelines showing how Testers 1 and 2 performed the task of walking along a corridor with obstacles. Vertical arrows indicate when the testers stopped and voice messages informed them of the distance to obstacle(s) in meters (E -- denotes empty space). The crosses below the timelines indicate when the testers avoided the obstacles (no obstacle collisions were noted).

Moreover, he stopped 12 times during trail, while Tester 1 stopped 27 times, which is one stop every 3 s (on average) while walking. These times seem long (in particular for Tester 1). However, we observed that both testers were excessively testing the capabilities of the system, rather than concentrating on achieving the task quickly (the results were obtained for one preliminary trial).

Trial 2: A Walk Down an Empty Corridor and Finding a Door Opening {#Sec9}
-----------------------------------------------------------------

The aim of the second test scenario was to evaluate how efficiently the system can aid the blind user in finding an open space, in this case an opened door. The task was to walk along an empty corridor and find a door opening. The users were told on which side of the corridor they should expect the door opening, but were not given any indication as to the location of the door along the corridor. The distance to the door opening from the starting point was in fact approx. 10 m.

The timelines showing how the testers performed in this trial are shown in Fig. [7](#Fig7){ref-type="fig"}. Note again that Tester 2 completed the task in a much shorter time (T = 40 s) than Tester 1 (T = 85 s). As in the first trial, Tester 1 was using mainly the default system mode and only twice switched on the scanning verbal mode. Tester 1 preferred to stop and by head turns obtain confirmation of her position relative to the corridor wall. This strategy was not very efficient, because it did not exploit the scanning modes designed to solve this type of task. Note also that Tester 1 touched the wall in spite of having been warned that she was approaching an obstacle (see the upper panel in Fig. [7](#Fig7){ref-type="fig"}). Tester 2, on the other hand, showed much greater skill in efficiently using the system. In the second part of the test, he frequently used the scanning sonification mode to search for the door opening (see the lower panel in Fig. [7](#Fig7){ref-type="fig"}) and stopped only three times while walking along the path.Fig. 7.Timelines showing how Testers 1 and 2 performed the task of walking along an empty corridor and locating a door opening (explanations of the symbols are given in the caption in Fig. [6](#Fig6){ref-type="fig"}).

Conclusions {#Sec10}
===========

In this study, we presented user trials of a prototype ETA system aimed at aiding the visually impaired to complete micro-navigation tasks. The system has a small form factor and lightweight. An important feature of the system is its interactivity. The user can activate different space scanning methods and sound presentation modes on demand (see Fig. [4](#Fig4){ref-type="fig"}). Both verbal messages and sonification schemes for presenting 3D scenes are available. An important property of the tested prototype is that all computations related to processing depth images (e.g. ground plane detection) and auditory presentations are performed on-line, on the smartphone platform. Initial trials of the system, although carried out with participation of only two visually impaired users, have shown the potential viability of the system as a micro-navigation aid. User feedback about the system was used to modify the sound presentation parameters and improve system functionality (see Table [1](#Tab1){ref-type="table"}).

Comparing to our previous work \[[@CR4]\] and added value is the way of interacting with the remote control, which is much more convenient than using the touch screen of the phone. Moreover, presenting data based on the 3D scene information instead of its U-depth representation is more detailed and more intuitive according to the comments of the trial blind participants.

Finally, we are aware that more rigorous trials are needed with a larger group of visually impaired users. In particular the testers should be given more time to attain automatism for efficient use of the system. Further research should also test how helpful the system is in combination with the users' primary travel aids (a white cane or a guide dog).
